[Comparison between two spectral lines for the determination of Pb].
This article introduces the comparison between two sensitive spectral lines for the determination of Pb. The result proved that the sensitivity of 217.0 nm spectral line was increased by at least one time and the other indices also approached those of 283.3 nm spectral line. We concluded that it could be used to hygienic detection.